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Technical Textiles for Medtech Applications Sectional Committee, TXD 36 


FOREWORD 


This Indian Standard (Third Revision) was adopted by the Bureau of Indian Standards, after the draft finalized by 
the Technical Textiles for Medtech Applications Sectional Committee had been approved by the Textiles Division 
Council. 


This standard was first published in 1956 and subsequently revised in 1969 and 1988. This revision has been made 
in the light of experience gained since its publication and to incorporate the following major changes: 


a) Title and scope of the standard has been updated; 

b) All amendments have been incorporated; 

c) The fabric defects have been updated; 

d) Fibre identification test has been specified; 

e) Sterility test (optional) has been specified; 

f) References to Indian Standards have been updated; 
g) BIS certification marking clause has been updated; 
h) Marking and packing clauses have been updated; and 


j) Sampling and criteria of conformity has been modified. 
The composition of the Committee responsible for the formulation of this standard is given in Annex C. 


For the purpose of deciding whether a particular requirement of this standard is complied with, the final value, 
observed or calculated expressing the result of a test or analysis, shall be rounded off in accordance with 
IS 2 : 2022 ‘Rules for rounding off numerical values (second revision)’. The number of significant places retained 
in the rounded off value should be the same as that of the specified value in this standard. 
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Indian Standard 


MEDICAL TEXTILES — COTTON BANDAGE CLOTH— 
SPECIFICATION 


( Third Revision ) 


1 SCOPE 


This standard prescribes the constructional 
particulars, and other requirements for cotton 
bandage cloth, bleached or dyed. 


2 REFERENCES 


The standards listed in Annex A contain provisions 
which, through reference in this text, constitute 
provisions of this standard. At the time of 
publication, the editions indicated were valid. All 
standards are subject to revision, and parties to 
agreements based on this standard are encouraged to 
investigate the possibility of applying the most 
recent edition of these standards. 


3 MANUFACTURE 
3.1 Yarn 


The cotton yarn used in the manufacture of bandage 
cloth shall conform to the requirements specified in 
IS 171. 


3.2 Cloth 


The cloth shall be woven in plain weave with well- 
formed selvedge and free from weaving defects. It 
shall also be free from filling, sizing or dressing 
material. The cloth shall also be bleached. The fabric 
shall be reasonably free from holes, slubs, snarls and 
naps as well as the following when examined 
visually: 


a) Odour— Misty odour, or any objectionable 
smell like that of chemicals or materials 
used in sizing and bleaching; 


b) Defective selvedge — The selvedge tearing 
and allowing yarn to unravel and loop 
formation at selvedge; 

c) Skewness — A condition where warp and 
weft do not keep at right angles to each 
other; 

d) Cracks — Prominent steaks of space or 
gaps between warp or weft yarns; 

e) Double ends — More warp threads woven 
as one, due to wrong draw; and 

f) Sloughing — Entanglement in the fabric of 
a bulk of yarn that has slipped off the weft 
yarn due to loose winding. 


3.2.1 If agreed to between the buyer and the seller, 


the bandage cloth may be cut according to the agreed 
dimension and supplied in roll form. The selvedge 
shall not be included in cut bandages. Both the 
extreme edges shall be straight and evenly cut with 
reasonable freedom from loose threads. 


4 REQUIREMENTS 
4.1 Fibre Identification 


The material of bandage cloth that is cotton fibre 
shall be identified by the method prescribed in 
IS 14944. 


4.2 The bandage cloth shall conform to the 
requirements specified in Table 1. 


5 PACKING 


5.1 Bandage cloth shall be packed securely so as to 
allow normal handling and transport without tearing 
and exposing the contents. In case of cut and rolled 
bandages each bandage shall be wrapped in a 
suitable paper. Details of the packing shall be as 
agreed to between the buyer and the seller. 


5.1.1 A suitable packing procedure is given in 
Annex B for information and guidance. 


6 MARKING 


6.1 Each packet of bandage cloth shall be legibly 
marked with the following information: 


a) Name of the material; 

b) Manufacturer’s name, initials or trademark, 
if any; 

c) Lot No./Batch No.; 

d) Month and year of manufacture; 

e) Length (m) and width (cm); 

f) The words sterilized or non-sterilized; and 


g) Any other statutory requirement as 
required by the law in force or as agreed 
between buyer and seller. 


6.1.1 BIS Certification Marking 


The product(s) conforming to the requirements of 
this standard may be certified as per the conformity 
assessment schemes under the provisions of the 
Bureau of Indian Standards Act, 2016 and the Rules 
and Regulations framed thereunder, and the product 
may be marked with the Standard Mark. 
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Table 1 Requirements for Cotton Bandage Cloth and Cut Bandages 


(Clause 4.2) 
SI No. Characteristics Requirements Method of Test 
(see NOTE 1) 
(1) (2) (3) (4) 
1) Count of yarn (for guidance only) - 
a) Warp 20 to 25 tex (24 to 30°) 
b) Weft 25 to 30 tex (20° to 24°) 
ii) Threads, dm, Min IS 1963 
a) Ends 150 
b) Picks 85 
iii) Mass, g/m? 575 IS 1964 
(see Note 2) 
iv) Length, m, tolerance Not less than 98 percent of IS 1954 
agreed or declared value 
v) Width, m, tolerance Not less than 98 percent of IS 1954 
agreed or declared value 
vi) pH value of acqueous extract 6.5 to 8.5 IS 1390 
Vii) Scouring loss, percent, Max 2.0 IS 1383 
(Mild method) 


уш) Freedom from optical whiteners 


(ix) Colour fastness: 
(see NOTE 3) 


a) Light 


b) Washing (A1) 


1) Change in colour 
2) Staining on adjacent fabric 


x) Sterility (optional) 


NOTES 


(not more than an occasional 
point of fluorescence visible) light 


Absence of fluorescence Viewing under 


ultra-violet 


IS/1SO 105-B01 or 
IS/ISO 105-B02 


ІЅЛЅО 105-C10 


4 or better 


4 or better 
4 or better 


Complies with test IS 10150 


1 The test specimens may be tested in prevailing atmospheric conditions. However, in case of disputes, the specimens shall be 
conditioned and tested in the standard atmosphere as specified in the Indian Standards referred on test methods. 


2 In case mass is to be determined by oven dry weight method (Method B) or moisture regain value method (Method C), the value 
of the commercial moisture regain (R) shall be taken as 7.0 percent. 


3 Colour fastness requirement is applicable to dyed cloth only. 


7 SAMPLING AND CRITERIA OF CONFORMITY 
7.1 Lot 


The quantity of cotton bandage cloth delivered to 
one buyer against one dispatch note shall constitute 
a lot. 


7.2 The conformity ofa lot to the requirements of 


the standard shall be determined on the basis of the 
tests carried out on the sample selected from the lot. 


7.3 Unless otherwise agreed to between the buyer 
and the seller, the number of pieces to be selected at 
random shall be in accordance with col (2) and 
col (3) of Table 2 to ensure the randomness of IS 
4905 may be used. 


Table 2 Sample Size and Criteria for Conformity 


(Clause 7.3 and 7.4) 
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SI No. Lot Size Sample Size Permissible Number Sub-sample Size 
of Non-conforming 
Pieces 
(1) (2) (3) (4) (5) 
i) Up to 50 5 0 2 
ii) 51 to 150 8 0 3 
iii) 151 to 300 13 1 3 
iv) 301 to 500 20 1 5 
v) 501 and above 32 2 5 
7.4 Number of Tests and Criteria for Conformity 

SI No. Characteristics Number of Tests Criteria for Conformity 
(1) (2) (3) (4) 
1) Count, ends, picks, mass, length, width and According to col (3) of | Permissible number of non- 

visual defects Table 2 conforming pieces not to 


11) Scouring loss, fibre identification, pH value, 
sterility, colorfastness and freedom from 
optical whitener 


According to col (5) of 
table 2 


exceed the corresponding 
number given in col (4) of 
Table 2 


All the test pieces shall 
meet the requirements 
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IS No. 


IS 171 : 1993 


IS 1383 : 1977 


IS 1390 : 2022/ 


ISO 1390 : 2020 


IS 1397 : 2020 


IS 1398 : 1982 


IS 1954 : 1990 


IS 1963 : 1981 


IS 1964 : 2001 


ANNEX A 
(Clause 2) 


LIST OF REFERRED STANDARDS 


Title 


Textiles — Ring spun grey 
cotton yarn for weaving — 
Specification (fourth revision) 


Methods for determination of 
scouring loss in grey and 
finished cotton textile materials 
(first revision) 


Textiles — Determination of 
pH of aqueous extract (third 
revision) 


Kraft paper for packing and 
wrapping — Specification 
(third revision) 


Specification for packing paper, 
waterproof, bitumen laminated 
(second revision) 


Determination of length and 
width of woven fabrics — 
Methods (second revision) 


Methods for determination of 
threads per unit length in woven 
fabrics (second revision) 


Textiles — Methods for 
determination of mass per unit 
length and mass per unit area of 
fabrics (second revision) 


IS No. 


IS 2818 : 2015 


IS 14944 : 2020 


IS/ISO 105-В01 : 


2014 


IS/ISO 105-B02 : 


2014 


IS/ISO 105-C10 : 


2006 


IS 2508 : 2016 


IS 4905 : 2015 


IS 10150 : 1981 


Title 


Textiles — Hessian — 
Specification (third revision) 


Surgical dressings — Methods 
of test (first revision) 


Textiles — Tests for colour 
fastness: Part ВОІ Colour 
fastness to light: Daylight 


Textiles — Tests for colour 
fastness: Part B02 Colour 
fastness to artificial light: 
Xenon arc fading lamp test 


Textiles — Tests for colour 
fastness: Part C10 Colour 
fastness to washing with soap or 
soap and soda 


Polyethylene films and sheets 
= Specification (third 
revision) 


Random sampling and 
randomization procedures (first 
revision) 


Guide for sterilization of 
medical products 
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ANNEX B 
(Clause 5.1.1) 


PROCEDURE FOR PACKING COTTON BANDAGE CLOTH AND CUT BANDAGES 


B-1 The bandage cloth, suitably folded one over the 
other, shall be wrapped with two layers of kraft 
paper (see IS 1397). 


B-2 Cut bandages shall be made into rolls 
(dressings). Each dressing shall be neatly and 
securely wrapped with blue or brown paper 
wrapping around its circumference only leaving the 
ends uncovered. Ten (or twenty in case of smaller 
size, for example, 2.5 cm width) such dressings shall 
then be wrapped in kraft paper (see IS 1397) to form 
a packet. The packet shall be securely glued or 
gummed at each end. 


B-3 The packets as obtained in B-1 and B-2 shall be 
wrapped with the following materials: 


a) One layer of waterproof (see IS 1398) or 
one layer of polyethylene film of 40 micron 
thickness (see Grade 1, 2, 3 of IS 2508). 


Waterproof paper or polyethylene film 
shall have an overlap of at least 15 cm. 


b) One layer of hessian conforming to 
IS 2818. 


B-4 The outer layer of bale, that is, the hessian, shall 
be securely sewn with at least 12 stitches per 
decimeter. The slats of timber approximately 80 mm 
wide and 12 mm thick shall be placed lengthwise 
along the edges of the bale and three steel baling 
hoops shall be used to tighten the bale and hold the 
slats in position. The hoops shall preferably be 
machine sealed and made from the rivets. 


B-5 Unless otherwise specified, the gross weight of 
bale shall not exceed 37 kg. 


B-6 Press packing of bale shall be carried out, 
wherever possible. 
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ANNEX C 
(Foreword) 
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Bureau of Indian Standards 


BIS is a statutory institution established under the Bureau of Indian Standards Act, 2016 to promote harmonious 
development of the activities of standardization, marking and quality certification of goods and attending to 
connected matters in the country. 
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